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This  report  was  prepared  by  Ralph  I.  Berge,  Lt.  Colonel,  USAP,  and 
Charles  A.  Guderjahn,  1st  Lt.,  USAP,  and  describes  a "Recording  Magnetic 
Fluxmeter"  developed  by  the  authors.  The  work  was  acconpllshed  under 
RDO  477-600  "Structural  Materials"  with  J.  B.  Johnson  as  project  supervisor. 


ABSTRACT 


A recording  fluxmeter  which  employs  integrators  has  been  developed 
for  the  tracing  of  direct  currait  magnetisation  curves.  The  current  in- 
duced in  a search  coll  surrounding  a magnetic  sample  causes  a sensitive 
galvanometer  to  deflect.  Deflection  of  the  galvanometer  is  detected  by 
a balanced  photocell  bridge  and  photocell  bridge  output  is  amplified 
electronically.  Negative  feedback  is  applied  to  the  galvanometer  so  as 
to  reduce  galvanometer  deflections.  The  output  voltage  of  the  amplifier 
is  the  integral  of  the  voltage  induced  in  the  search  coll  and  is  pro- 
portional to  the  magnetic  flux  in  the  sample.  This  voltage  Is  applied 
to  the  Y axis  of  an  XT  recorder.  The  response  of  the  recorder  in  the  X 
direction  is  controlled  by  the  magnetisation  current  in  the  ease  of  a 
ring  core  or  by  another  Integrator  when  a magnetic  potentiometer  is  used. 
The  time  constant  of  the  fluxmeter  is  small  and  high  accuracy  is  obtained. 
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I INTRODUCTION 


The  ballistic  galvanometer  is  usually  employed  for  obtaining  hysteresis 
loops  of  magnetic  materials.  This  method,  however,  requires  considerable 
time  and  effort  on  the  part  of  a skilled  operator.  Cioffi^  has  developed 
a recording  fluxmeter  which  employs  one  or  two  Integrators  and  a two  axis 
recorder  for  tracing  magnetisation  ctirves  directly  on  standard  coordinate 
paper,  "nie  fluxmster  described  in  this  paper  is  of  a somewhat  similar  de- 
sign. The  Instrument,  highly  sensitive  and  accurate,  allows  the  tracing 
of  a hysteresis  curve  in  a few  minutes.  Commercially  available  components 
are  used  and  no  time-consuming  laboratory  work  is  required  in  construction. 
The  search  coil  wound  on  the  sample  requires  only  a few  turns  of  wire  be- 
cause of  the  high  sensitivity  of  the  instrument.  The  circuit  for  the  in- 
tegrator and  power  supply  are  Indicated  in  Figures  1 and  2.  An  Electronic 
Associates  "Vari plotter”  two-axis  plotting  board  is  used  to  record  the 
hysteresis  loop.  Figure  3 indicates  a hysteresis  loop  being  plotted. 


1 Coiffi,  Recording  Fluxmeter  of  High  Accuracy  and  Sensitivity,  Rev 
of  Scl  Inst  21,  624-28  (July  50) 
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II  PRINCIPLE  OF  OPERATION 


The  principle  of  operation  nay  beet  be  underatood  by  reference  to 
Figure  4.  Two  coils  are  wound  on  a ring  saaple  of  magnetic  material. 

The  primary  le  excited  with  slowly  varying  direct  current.  The  voltage 
drop  across  I4  is  a measure  of  the  primary  current.  The  movement  of 
the  pen  of  the  recorder  in  the  X direction  is  proportional  to  the  cur- 
rent in  the  primary  coil  and  thus  to  the  magnetising  force. 

As  shown  in  Figure  4>  any  change  of  magnetic  flux  in  the  sample  will 
induce  a voltage  in  the  secondary  search  coil,  causing  a deflection  in  the 
galvanometer.  The  mirror  of  the  galvan«aeter  which  had  previously  lighted 
two  photocells  equally,  will  then  direct  more  light  on  one  photocell  than 
on  the  other.  An  error  voltage  is  generated  in  the  bridge  circuit  of 
which  the  photocells  form  a part.  This  error  voltage  is  amplified  and 
fed  back  into  the  galvanometer  circuit  through  the  capacitor  C in  such  a 
manner  as  to  reduce  the  galvanometer  deflection.  The  output  of  the  am- 
plifier is  the  integral  of  the  voltage  induced  in  the  secondary  coil 
and  thus  is  proportional  to  the  flux  in  the  sample.  The  amplifier  output 
Is  also  applied  to  the  Y Axis  of  the  recorder. 

The  following  differential  equation  describes  the  behavior  of  the 
galvanometer  coil: 


^ 5^  '*■  ^ ^ '*’  *^  * (1) 

>d)ere  is  the  angular  deflect^n  of  the  galvanometer  coil,  I is  the 
moment  of  inertia  of  the  coil,  b ^ is  the  total  mechanical  and  electro- 
ma^ietic  damping  torque,  k«(  is  tne  t<n*que  due  to  the  suspension  and  ge 
is  the  torque  due  to  the  voltage  e ai:qf>earing  across  the  galvanometer. 

The  voltage  e is  given  by: 


• * (2) 

where  is  the  voltage  generated  in  the  secondary  by  a change  in  flux 

in  the  sample,  Oe  1s  the  voltage  across  R and  A<  is  a positive  feedback 
voltage  appearing  across  r2» 

If  the  total  stray  capacitance  loading  the  photocells  is  small,  for 
small  deflections  of  the  galvanometei^  the  output  voltage  of  the  amplifier 
is  Kfl(  where  K is  the  overall  gain  of  the  photocells  and  electronic 
ami^ifier.  The  output  impedance  of  the  amplifier  is  represented  by  r^. 

Now  if  the  currents  are  as  marked  in  figure  Ut 

M = (3) 
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(4) 


H = dt-f  «. 


Dlffttrmtiating  and  rearranging  we  get: 

^+C(R+ir,)^=IICK^  + ^^+4,  (5) 

The  eoltaga  output  of  the  search  coil  is  given  byt 

%.=  » W-*  (6) 

Substituting  equations  (2)  and  (6)  in  (1)  and  rearranging  we  get; 

Differentiation  of  equation  (7)  gives; 

3t  “ gd?  g^  gdt^*^  dtp  ^ ^ dt 
Substitution  of  (7)  and  (8)  In  (5)  gives; 

+U^+ciid-.>)]i+(a+^i-  c(«  + ,j)4+iia[J^ 


(9) 


The  asasured  values  of  the  constants  are  ~ s 1.9  x 10~4,  ^ a 1.3  x 

« g 

W"|  j = 1.4  X inr4^  K = 4 X 104,  rj  s 200il  approx.jC  » 10^ 

faradS|R  s 12Aj  rj,  ss  26a  • The  aaount  of  positive  of  fbedbaek  is  so 
choaan  that; 
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With  this  condition  fulfilled  equaticm  (9)  maj  be  integrated  tern  by 
term.  The  resulting  equation  after  substitution  of  the  numerical  yalues 
of  the  constants  1st 


+ 3 X 0.5«t  = N 10'®^+  2 X id^^H  -*-L 


(U) 


where  L is  the  constant  of  integration. 

The  first  term  in  (11)  is  negligible  and  the  time  constantof  the  sys- 
tem is  3 X 10^  0.5  s 6 X 10~^  second.  The  steady  state  solution  of  (11) 
is  after  rearrangement: 

(12) 

The  amplifier  output  voltage  K4  is  applied  to  the  recorder.  Thus 
the  pen  of  the  recorder  mores  proportionally  to  the  amount  of  flux  in  the 
sample.  The  constant  of  integration,  L,  is  of  no  importance  since  Just 
the  length  of  the  pen  trace  is  measured. 
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III  GALVANOKETER  AND  OPHCAL  SYSTEM 

The  arrangement  of  the  galranometer  and  optical  system  is  shown  in 
figure  5.  When  the  galranometer  is  at  balance,  light  is  focused  equally 
on  two  closely  spaced  photocells  of  the  vacuum  type.  No  prism  is  used 
to  split  the  light  beam.  Adjustment  of  the  system  balance  is  easily  made 
by  either  turning  the  galranosMter  suspension  or  by  moving  the  photocells 
and  amplifier  chassis.  In  addition  fine  adjustment  may  be  made  by  means 
of  the  galvanometer  control  potentiometer.  The  light  source  is  a filament 
heated  by  direct  current  in  order  to  avoid  inducing  60  cycle  hum  into  the 
system.  Provision  is  made  for  two  Integrators.  The  second  integrator 
is  for  use  in  connection  with  a magnetic  potentiometer. 

The  galvanometer  is  a Leeds  and  Northrop  Type  2285X  with  7.1  ma/uv 
sensitivity,  critical  damping  resistance  of  120  ohms,  period  of  7.4  second 
and  coil  resistance  of  26  ohms.  The  galvanometer  was  so  constructed  as 
to  have  a stable  sero.  In  order  to  minimise  thermal  currents  in  the 
galvanometer  circuit,  all  connecticms  are  made  of  clean  copper  lightly 
coated  with  grease  to  reduce  oxidation.  Also  the  galvanometer  and  other 
coineetions  are  thermally  insulated  in  copper  boxes  packed  with  cotton 
batting.  Precautions  are  taken  to  provide  good  electrical  insulation 
of  the  galvanometer  circuit  to  eliminate  leakage  currents. 
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The  galT«n(»«ter  and  photocells  are  mounted  on  a speclall7  constructed 
▼ibratlon-free  table  which  In  turn  rests  on  a eonci*ete  floor.  Vibration  is 
so  reduced  that  it  has  a negligible  effect  on  the  operation  of  the  fluxmeter 


IV  AMPXJPIER 

The  photocells  and  associated  amplifier  are  mounted  together  on  the 
same  chassis  in  order  to  reduce  lead  capacitance  and  leakage  currents.  A 
bottom  Tlew  of  the  amplifier  chassis  is  shown  in  Figure  6. 

The  photocells  are  arranged  in  a bridge  circuit  with  the  output  of 
the  photocell  bridge  near  ground  potential. 

The  preamplifier  tube,  1U4,  was  selected  because  of  its  low  inter- 
electrode  capacity  and  filament  voltage.  This  low  capacity-to-ground  is 
desirable  in  order  to  avoid  capacltative  loading  of  the  photocells.  The 
filament  current  of  the  preamplifier  tube  is  supplied  by  a battery  to  mini- 
mise hum  and  capacity-to-ground.  A relay,  operated  by  turning  on  the  power 
supply,  controls  the  filament  current. 

In  order  for  the  servomechanical  system  to  have  a small  time  constant, 
it  is  necessary  that  the  output  of  the  amplifier  to  the  capacitor  C have  a 
low  impedance,  l.e.  be  small.  This  condition  is  achiev^  while  employing 
minature  components  by  using  a type  6AH6  tube  operating  in  its  high  trans- 
conductance  region.  The  range  of  ccmtrol  in  the  high  transconductance  ra- 
tion is  extended  by  using  a c<mstant  ctirrent  load,  tube,  also  a 6AH6,  and 
hy  operating  the  screen  voltage  at  a constant  150  volts  above  the  cathode. 

A low  leakage  capacitor  is  used  Instead  of  a mutual  inductance  to  op- 
pose the  Interlinkages  of  the  sear^  coil  since  high  quality  computing  type 
capacitors  are  readily  available  and  less  power  output  from  the  amplifier 
la  required. 


V CALIBRATION 

The  total  flux  in  the  sample  at  any  moawnt  is  given  by  equation  (12) 
or,  neglecting  the  constant  of  integration. 


J (K«0  (13) 

where  (K<(  ) is  the  output  voltage  of  the  amplifier  and  J is  the  cali- 
bration constant. 


(Hi) 
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Th«  last  tem  in  the  calibration  constant  is  about  0*5$  of  the  first  so  a 
ehan^  in  the  gain  of  the  amplifier  will  affect  J only  slightly.  The 
values  of  b,  g and  K may  easily  be  experimentally  determined,  and  J ■ 1205. 

The  recorder  also  has  a variable  scale  factor  of  G cm/volt.  An  ex> 
ternal  source  of  voltage  is  used  to  adjust  G so  that  GJ  is  some  convenient 
number  adapted  to  the  scale  of  the  graph  paper  used.  Then 

= *1^  QJ  (SO  (length  of  trace  on  paper)  (15) 

The  H axis  of  the  recorder  is  calibrated  in  a similar  manner. 


VI  OPERATION 

A definite  procedure  must  be  followed  in  order  to  properly  balance 
and  operate  the  fluxmeter.  The  fluxmeter  has  to  be  balanced  before  op- 
eration because  of  both  changes  in  thermal  currents  and  aging  of  the  photo- 
cells from  day  to  day.  The  galvanometer  and  optical  system  must  be  adjust- 
ed so  that  the  amplifier  output  voltage  is  zero  without  either  positive  or 
negative  feedback.  Coarse  adjustment  is  made  by  either  turning  the  galvano- 
meter suspension  or  by  moving  the  photocell  chassis  while  the  output  drift 
meter  is  at  low  sensitivity.  The  galvanometer  control  potentiometer  is  then 
adjusted  so  that  the  output  drift  meter  reads  an  average  of  zero  at  high 
sensitivity. 

The  intensity  of  the  galvancmeter  light  is  first  decreased  and  then 
the  negative  feedback  switch  is  closed.  Otherwise,  a high  transient  cur- 
rent will  flow  at  the  Instant  the  switch  is  closed,  permanently  altering 
the  galvanometer  suspension.  It  is  necessary  to  return  the  galvanometer 
light  to  the  sane  intensity  as  when  balancing  the  system  to  preserve  the 
original  balance. 

The  positive  feedback  potentiometer  is  adjusted  by  displacing  the  gal- 
vanometer to  either  side  of  zero  using  the  displacement  switches,  and  then 
adjusting  the  positive  feedback  potentiometer  so  that  there  is  a minimum  of 
galvancmeter  drift  as  indicated  on  the  output  drift  meter.  A bucking  bat- 
tery opposes  the  amplifier  output  voltage  so  that  the  output  drift  meter 
may  be  read  at  AiU  sensitivity  while  the  positive  feedback  potentiometer 
is  being  adjusted.  The  aariunt  of  positive  feedback  required  nay  be  dif- 
ferent for  displacements  on  opposite  sides  of  zero  because  of  possible 
adsnatehing  of  photocells.  An  average  of  tho  positive  feedback  potentio- 
meter settings  on  either  side  of  zero  is  set  on  the  potentiometer.  The 
amount  of  positive  feedback  required  usually  remains  constant  for  some  time. 
Considerable  galvanometer  drift  will  result  if  there  is  a large  diffSrence 
in  the  amount  of  positive  feedback  required  idien  the  galvanometer  isdis- 
placed  on  either  side  of  zero.  In  this  ease,  to  minimise  drift,  one  of  the 
photocells  should  be  shaded  or  both  replaced  by  a more  evenly  matched 
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pair.  If  the  systeB  goes  Into  oseiUstlmi,  as  aagr  be  ascertained  by  view- 
ing the  output  of  the  aaplifier  on  an  oscilloscope,  the  positive  feedback 
potentiosMter  is  not  properly  adjusted. 

The  recorder  is  then  calibrated  and  the  hysteresis  curve  is  traced  so 
slowly  that  a further  decrease  in  speed  of  tracing  does  not  affect  the  shape 
of  the  curve.  Small  discontinuities  nay  appear  in  the  recorded  hysteresis 
loop  due  to  rough  c<mtrol  of  the  magnetizing  current.  A satisfactory  source 
of  current  is  an  autotransformer  used  with  a full  wave  rectifier  and  several 
stages  of  filtering. 

Befca'e  switching  off  the  fluxmeter,  the  negative  feedback  switch  is 
opened  to  prevent  a heavy  transient  current  from  flowing  in  the  galvanometer 
suspension  at  the  moment  of  swltdiing. 
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m AOCURACI  AND  SENSITIVITr 

The  degree  of  accuracy  of  the  fluxmeter  depends  on  the  accuracies  of 
the  calibration  constant,  the  external  calibration  voltage  and  the  recorder. 
In  addition,  the  slow  drift  of  the  system  due  to  changing  thermal  currents 
etc.  must  be  considered. 

The  value  of  the  calibration  constant  nay  be  obtained  within  0.3^  and 
the  calibraticm  voltage  source  within  0.1^.  The  static  error  of  the  record- 
er is  given  as  0.1j(  of  full  scale.  By  carefully  balancing  the  fluxneter, 
the  drift  can  be  restricted  to  less  than  t 25  flux  interlinkages/minute. 

The  overall  error  is  then  0.5^  "t  25  fl-ux  interlinkages/minute. 

The  sensitivity  of  the  system  is  easily  controlled  by  adjusting  the 
gain  of  the  recorder.  This  sensitivity  nay  be  increased  to  such  a high 
degree  that  the  drift  error,  normally  negligible,  becomes  an  objectionable 
part  of  the  total  flux  change. 


nil  CONCLUSIONS 

The  recording  fluxmeter  described  has  indicated  a high  degree  of  ac- 
curacy and  sensitivity  allowing  hysteresis  loops  to  be  traced  in  the  order 
of  a few  minutes.  Another  advantage  is  that  the  components  required  for 
construction  are  eemparatlvely  Inexpensive  and  simple  in  design. 
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PHOTOCELL 


FIGURE  4 SIMPLIFIED  CIRCUIT  OF  FLUXMETER 


